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This manual contains essential information relating 
to init ial use of the unit.  
 
VIAVI recommends the operator become familiar 
with the Operat ion Manual contained on the 
accompanying CD-ROM. 
 
 
 
Product Warranty 
Refer to http://www.viavisolutions.com/en-
us/warranty-information for the Product Warranty 
information. 
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SAFETY FIRST: TO ALL OPERATIONS PERSONNEL  

REFER ALL SERVICI NG OF UNIT  TO QUALIFIED TECHNI CAL PERSONNEL.   THIS UNIT  CONTAINS 
NO OPERATOR SERVICEABLE PARTS.  

WARNING:  USING THIS EQUIPMENT IN A MANNER NOT SPECIFIED BY THE ACCOMPANYING 
DOCUMENTATION MAY IMPAIR THE SAFETY PROTECTION PROVIDED BY THE 
EQUIPMENT.  

CASE,  COVER OR PANEL REMOVAL 

Open ing t he Case Assembly  exposes  the opera to r  to  e lec t r i ca l  haza rds  that  can  resu l t  in  e lec t r i ca l  
shock  or  equ ipment  damage.   Do not  opera t e  th is  Tes t  Set  w i th  the Case Assembly  open.  

SAFETY IDENTIFICATION IN TECHNICAL MANUAL 

This  manual  uses  the f o l lowing t erms  to  d raw at tent i on  to  poss ib l e  sa fe ty  haza rds ,  tha t  may  ex is t  when 
operat i ng  o r  serv ic ing th is  equ ipment .  

CAUTION:  THIS TERM IDENTIFIES CONDITIONS OR ACTIVIT IES THAT,  IF  IGNORED,  CAN RESULT 
IN EQUIPMENT OR PROPERTY DAMAGE (E .G. ,  F IRE) .  

WARNING:  THIS TERM IDENTIFIES CONDIT IONS OR ACTIVIT IES THAT, IF  IGNORED,  CAN RESULT 
IN PERSONAL I NJURY OR DEATH.  

SAFETY SYMBOLS IN MANUALS AND ON UNITS 
 

 
CAUTION:   Refe r  to  accompany ing documents .   (Th is  symbol  re fe rs  to  
spec i f i c  CAUTIONS rep res ented on the un i t  and c lar i f ied  in  t he tex t . )  

 AC OR DC TERMINAL:   Te rmina l  tha t  may  supp ly  or  be supp l ied  wi th  AC or  
DC vo l tage.  

 DC TERMINAL:  Termina l  t ha t  may  supp ly  o r  be supp l ied  wi t h  DC vo l tage.  

 AC TERMINAL:   Termina l  t ha t  may  supp ly  o r  be supp l ied  wi t h  AC o r  
a l te rnat i ng  vo l tage.  

 

EQUIPMENT GROUNDING PRECAUTION 

Improper  ground ing o f  equ ipment  can resu l t  i n  e lec t r i ca l  shock .  

USE OF PROBES  

Check  the spec i f i ca t ions  fo r  the  max imum vo l t age,  cu r rent  and power  ra t i ngs  o f  any  connec to r  on t he 
Tes t  Set  before  connec t ing  i t  w i th  a  p robe f rom a termina l  dev ice .   Be sure  the termina l  dev ice  
per f orms  wi th in  these spec i f i ca t ions  bef ore  us ing i t  fo r  measurement ,  to  prevent  e lec t r i ca l  shock  or  
damage to  the equ ipment .  

POWER CORDS 

Power  cords  mus t  not  be f rayed,  b roken no r  expos e bare  wi r ing  when operat ing  th is  equ ipment .  

USE RECOMMENDED FUSES ONLY 

Use on ly  fuses  spec i f i ca l l y  recommended for  the  equ ipment  a t  the  spec i f ied  cur rent  and vo l tage 
ra t ings .  



 
 

 

SAFETY FIRST: TO ALL OPERATIONS PERSONNEL (cont)  

INTERNAL BATTERY 

This  un i t  cont a ins  a  L i th ium Ion Bat tery ,  serv iceab le  on ly  by  a  qua l i f i ed  techn ic i an.  

CAUTION:  S IGNAL GENERATORS CAN BE A SOURCE OF ELECTROMAGNETIC INTERFERENCE 
(EMI )  TO COMMUNICATION RECEIVERS.   SOME TRANSMITTED SIGNALS CAN CAUSE 
DISRUPTION AND INTERFERENCE TO COMMUNI CATION SERVICES OUT TO A 
DISTANCE OF SEVERAL MILES.   USERS OF THIS EQUIPMENT SHOULD SCRUTINIZE 
ANY OPERATION THAT RESULTS IN RADIATION OF  A S IGNAL (DIRECTLY OR 
INDIRECTLY)  AND SHOULD TAKE NECESSARY PRECAUTIONS TO AVOID POTENTIAL 
COMMUNI CATION INTERFERENCE PROBLEMS.  
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SERVICE UPON RECEIPT OF MATERIAL  

UNPACKING 
Spec ia l -des ign pack ing ma ter ia l  ins ide th is  sh ipp ing c ar ton prov ides  max imum pro tec t ion  fo r  the   
IFR 4000.   Avo id  damaging  the car ton and pack ing ma ter ia l  du r ing equ ipment  unpack ing.   Use the 
fo l low ing s teps  for  unpack ing the IFR 4000.  
  Cut  and remove the sea l i ng  tape on the car ton top and open the ca r ton.  
  Grasp the IFR 4000 t rans i t  case f i rm ly ,  wh i le  res t ra in i ng the sh ipp ing ca r ton,  and l i f t  the  equ ipment  

and pack ing mat er i a l  ver t i c a l l y .  
  P lace the IFR 4000 t rans i t  case and end cap pack ing on a  su i tab le  f l a t ,  c lean and dry  sur f ace.  
  Remove the p ro tec t i ve  p l as t i c  bag f rom the IFR 4000  t rans i t  case.  
  P lace pro tec t i ve  p l as t i c  bag and end cap pack ing mat er i a l  ins ide sh ipp ing car ton .  
  S tore  the sh ipp ing ca r ton for  fu tu re  use shou ld  the IFR 4000 need to  be re tu rned.  
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SERVICE UPON RECEIPT OF MATERIAL (cont)  

CHECKING UNPACKED EQUIPMENT 
Check  the equ ipment  fo r  damage incu r red dur i ng sh ipment .   I f  the  equ ipment  has  been damaged o r  i f  
i t ems  seem to  be absent  f rom the sh ipment ,  repo r t  the  damage and/ or  d isc repanc ies  to  V IAVI  Cus tomer  
Serv ice .  
 

DESCRIPT ION PART NUMBER STANDARD/OPTIONAL QTY 
IFR 4000   STANDARD 1 
AC/DC POWER SUPPLY 67366 (7110-5600-200)  STANDARD 1 
ANTENNA,  75 MHz 9140 (1201-5601-000)  STANDARD 1 
ANTENNA,  TELESCOPING 9137 (1201-0909-900)  STANDARD 1 
TNC (MALE -  MALE)  COAXIAL CABLE 62398 (6041-5680-800)  STANDARD 1 
TNC SHORT 24140 (2289-0001-009)  STANDARD 1 
50 Ω  LOAD 24141 (2289-0001-010)  STANDARD 1 
5  A  FUSE 56080 (5106-0000-057)  STANDARD 1 
TRANSIT CASE 10238 (1412-5653-000)  STANDARD 1 
POWER CORD (110 USE)  (US ONLY)  62302 (6041-0001-000)  STANDARD 1 
POWER CORDS (220 USE)  64020 (7001-9903-000)  STANDARD 1 
ANTENNA INSTRUCTI ONS (PAPER)  6085 (1002-5600-8P0)  STANDARD 1 
PASSWORD CARD (PAPER)  6086 (1002-5600-9P0)  STANDARD 1 
OPERATION MANUAL (CD-ROM)  6081 (1002-5600-2C0)  STANDARD 1 

 
MAINTENANCE MANUAL (CD-ROM)  6083 (1002-5600-4C0)  OPTIONAL  
RS-232 INTERFACE CABLE (15 -P IN)  62399 (6041-5680-900)  OPTIONAL  
RS-232 INTERFACE CABLE (25 -P IN)  62400 (6041-5681-200)  OPTIONAL  
BENCH STAND 63656 (6500-5681-000)  OPTIONAL  

 
 
                           STANDARD EQUIPMENT                                        OPT IONAL EQUIPMENT 
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SPECIFICATIONS  

Input Power (Test Set)  
Input  Range:   11  to  32 Vdc  
Power  Consumpt i on:  55 W Max imum 
    16  W Nomina l  a t  18 Vdc  wi th  Charged Bat te ry  
Fuse Requi rements :  5  A ,  32 Vdc ,  Type F  

 
Input Power (External  AC to DC Converter )  
Input  Range:  100 to  250 VAC,  1 .5  A  Max imum,  47 to  63 Hz  

Main  Supply  Vo l tage F luc t uat ions :  ≤10% of  the  nomina l  vo l tage 
Trans ient  Overvo l tages :  Accord ing t o  Ins ta l la t i on  Category  I I  

 
Environmental  (Test  Set)  
Use:    Po l lu t ion  Degree 2  

A l t i t ude:   ≤4800 mete rs  

Operat ing  Temperatu re :  -20°  to  55°C 
    (Bat tery  Charg ing temperat ure  range is  5°  to  40°C,   
    cont ro l led  by  in te rna l  charger )  

S torage Temperatu re :  -30°  to  70°C 
    (L i  Ion  Bat tery  mus t  be removed when < -20°C and  
    >60°C)  
Rela t i v e  Humid i t y :  

 5°C to  <10°C:  80% 

 10°C to  <31°C:  95% 

 31°C to  <40°C:  75% 

 40°C to  50°C:  45% 

 
Environmental  (External  AC to DC Converter)  
Use:    Indoors  

A l t i t ude:   ≤3000 mete rs  

Temperatu re :  5°  to  40°C 
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INSTALLATION  

GENERAL 
The IFR 4000 is  powered by  an in te rna l  L i th i um Ion bat tery  pack .   The Tes t  Set  i s  supp l ied  wi th  an 
ex terna l  DC Power  Supply  that  enab les  the opera to r  to  recharge the bat te ry  when connec ted to  AC 
power .  
NOTE:  The IFR 4000 can ope rate  cont inuous ly  on AC power  v ia  the DC Power  Supply ,  fo r  serv ic ing 

and/ or  bench tes ts .  

BATTERY OPERATION 
The in t erna l  bat tery  i s  equ ipped to  power  the IFR 4000 for  e i ght  hou rs  o f  cont inuous  use,  a f te r  wh ich 
t ime,  the  IFR 4000 bat te ry  needs  recharg ing.   Bat tery  Operat ion  T ime Remain ing ( in  Hours )  i s  
d isp layed on a l l  sc reens .  
The IFR 4000 conta i ns  an automat ic  t ime-out  to  cons erve power .   I f  a  key  i s  not  pressed wi th i n  a  5  to  
20 minute  t ime per i od,  the  Tes t  Set  shuts  Of f  (on ly  when us ing bat te ry  power ) .  The Power  Down T ime 
may  be set  in  the  Set up Screen.  

BATTERY CHARGING 
The bat tery  cha rger  ope ra t es  whenever  DC power  (11  to  32 Vdc)  i s  app l i ed  to  the Tes t  Set  w i th  the 
supp l i ed  DC Power  Supply  or  a  su i t ab le  DC power  sou rce.   When cha rg ing,  the  bat tery  reaches  an 
100% charge in  app rox imat e ly  four  hou rs .   The in t erna l  bat te ry  charge r  a l l ows  t he bat tery  to  cha rge 
between a  temperat ure  range o f  5°  to  40°C.   The IFR 4000 can ope rate ,  connec t ed to  an ex terna l  DC 
source,  outs ide the bat t ery  charg ing temperatu re  range (5°  to  40°C).  
The bat tery  shou ld  be cha rged every  th ree months  (m in imum) or  d isconnec ted fo r  long term i nac t i ve  
s torage pe r iods  o f  more than s ix  months .   The Bat te ry  mus t  be removed when c ond i t i ons  sur round ing 
the Tes t  Set  are  <-20°C and >60°C)  

SAFETY PRECAUTIONS 
The fo l l owing safe ty  p recaut ions  mus t  be obse rved dur i ng ins ta l la t ion  and operat ion .   V IAVI  assumes  
no l iab i l i t y  fo r  f a i lu re  to  comply  wi th  any  safe ty  precaut ion out l ined i n  th is  manual .  
Complying wi th  Ins truc t i ons  
Ins ta l la t ion /opera t ing  pe rs onne l  shou ld  not  a t tempt  t o  ins ta l l  o r  ope ra te  the IFR 4000 wi thout  read ing 
and comp ly ing wi th  ins t ruc t ions  conta i ned in  th is  manual .   A l l  p rocedures  conta i ned i n  th is  manual  
mus t  be pe r fo rmed i n  exac t  sequenc e and manner  desc r ibed.  
Grounding Power  Cord  
WARNING:  DO NOT USE A THREE-PRONG TO TWO-PRONG ADAPTER PLUG.   DOING SO CREATES 

A SHOCK HAZARD BETWEEN THE CHASSIS AND ELECTRICAL GROUND.  
For  AC operat i on ,  the  AC L ine Cable ,  connec ted to  the DC Power  Supply ,  i s  equ ipped wi t h  s tandard 
three-prong p lug and mus t  be connec ted to  a  p roper ly  grounded th ree-prong rec eptac le  that  i s  eas i l y  
access ib le .   I t  i s  the  cus tomer 's  respons ib i l i t y  to :  
  Have a  qua l i f ied  e lec t r i c ian  check  recept ac le(s )  fo r  p roper  ground ing.  
  Rep lace any  s tandard two-prong recept ac le (s )  w i th  prope r ly  grounded th ree-p rong receptac le(s ) .  
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INSTALLATION (cont)  

Opera t ing Safety  
Due to  potent ia l  f o r  e l ec t r i ca l  shock  wi th in  the Tes t  Set ,  the  Cas e Assembly  mus t  be c losed when the 
Tes t  Set  i s  connec ted to  an ex terna l  power  source.  
Bat tery  rep lacement ,  fuse rep lacement  and in te rna l  ad jus tments  mus t  on ly  be per fo rmed by  qua l i f ied  
serv ice  techn ic i ans .  

AC POWER REQUIREMENTS 
The DC Power  Supply ,  supp l ied  wi th  the IFR 4000,  opera t es  over  a  vo l tage range o f  100 to  250 VAC at  
47 to  63 Hz .  
The bat tery  cha rger  ope ra t es  whenever  DC power  (11  to  32 Vdc)  i s  app l i ed  to  the Tes t  Set  w i th  the 
supp l i ed  DC Power  Supply  or  a  su i t ab le  DC power  sou rce.   When cha rg ing,  the  bat tery  reaches  an 
100% charge in  app rox imat e ly  four  hou rs .   The Bat te ry  Charg ing temperature  range is  5°  to  40°C,  
cont ro l led  by  an in t erna l  bat tery  cha rge r .  

BATTERY RECHARGING 
STEP  PROCEDURE 

1.  Connec t  AC L ine Cable  to  e i the r :  
  AC PWR Connec tor  on the DC Power  Supp ly  and an approp r ia t e  AC power  sou rce 
  Su i tab le  DC power  sourc e  

2 .  Connec t  the  DC Power  Supply  to  the DC POWER Connec tor  on the IFR 4000.  
3 .  Ver i f y  the  CHARGE Ind ica t or  i l l uminates  ye l low.  
4 .  A l low four  hou rs  for  bat tery  charge or  unt i l  t he  CHARGE Ind ica to r  i l l uminates  g reen.  

NOTE:  I f  the  CHARGE Ind ica to r  f l ashes  ye l low and/o r  the  ba t tery  fa i l s  to  accept  a  cha rge and 
the IFR 4000 does  not  ope ra te  on bat tery  power ,  the  bat tery ,  serv iceab le  on ly  by  a  
qua l i f ied  tec hn ic ian,  requ i res  rep lacement .   Refe r  to  Bat tery /Vo l tage Ins t ruc t i ons .  
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INSTALLATION (cont)  

EXTERNAL CLEANING 
The fo l l owing p rocedure conta ins  rout i ne  ins t ruc t ions  for  c lean ing the outs ide o f  the  Tes t  Set .  
CAUTION:  DISCONNECT POWER FROM TEST SET TO AVOID POSSIBLE DAMAGE TO ELECTRONIC 

CIRCUITS.  
STEP PROCEDURE 

1.  C lean f ront  pane l  but tons  and d isp lay  face wi th  so f t  l i n t - f ree c lo t h .   I f  d i r t  i s  d i f f i cu l t  to  remov e,  
dampen c lo th  wi th  wate r  and a  mi l d  l iqu id  dete rgent .  

2 .  Remove grease,  fungus  and ground- in  d i r t  f rom su r faces  wi th  so f t  l i n t - f ree c lo t h  dampened (not  
soaked)  wi th  i sopropy l  a lc oho l .  

3 .  Remove dus t  and d i r t  f rom connec to rs  wi th  so f t -br i s t led  brush.  
4 .  Cove r  connec tors ,  not  i n  use,  w i th  su i tab le  dus t  cover  to  prevent  ta rn is h ing o f  connec tor  

contac ts .  
5 .  C lean cab les  wi th  so f t  l i n t - f ree c lo t h .  
6 .  Pa in t  exposed meta l  su r fac e to  avo id  co r ros ion.  
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CONTROLS, CONNECTORS AND INDICATORS 

 

 
1 .  SWR Connec tor  
2 .  AUX I /O Connec tor  
3 .  DC POWER Connec to r  
4 .  RF I /O Connec to r  
5 .  ANT Connec to r  
6 .  REMOTE Connec to r  
7 .  D isp lay  
8 .  Mul t i -Func t ion  Sof t  Keys  
9 .  MODE Selec t  Key  

10.  RF LVL F ie ld  Se lec t  Key  
11.  FREQ F ie l d  Se lec t  Key  
12.  TONE F ie l d  Se lec t  Key  
13.  M MOD F ie ld  Se lec t  Key  
14.  SETUP Key  
15.  G/S  DDM UP Key  
16.  LOC DDM LEFT Key  
17.  G/S  DDM DOWN Key  
18.  LOC DDM RIGHT Key  
19.  BACKLIGHT Key  
20.  POWER Key  
21.  POWER Ind ica t or  
22.  CHARGE Ind icato r  
23.  CONTRAST Key  
24.  DECREMENT/SELECT Dat a  Key  
25.  SELECT DATA UNIT MSB Key  
26.  SELECT DATA UNIT LSB Key  
27.  INCREMENT/SELECT Dat a  Key  
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CONTROLS, CONNECTORS AND INDICATORS (cont)  

ITEM DESCRIPTION 

1.  SWR Connector  
TNC Type Connec to r  used for  VSWR measurements  on Antenna and Feeder  Sys tems.  

2.  AUX I /O Connector  
BNC Type Connec to r  fo r  output  o f  baseband modu la t i on  and 10 MHz re f erence and for  count er  
input .  

3.  DC POWER Connector  
Ci rcu lar  Type Connec tor  (2 .5  mm center ,  5 .5  mm oute r  d iameter ,  center  pos i t i ve )  used for  
bat tery  charg ing or  ope ra t i on  o f  Tes t  Set .  

4.  RF I /O Connector  
TNC Type Connec to r  used for  d i rec t  connec t  to  the UUT for  power  and f requency  measurements  
for  COMM tes t ing ,  and for  prov id ing RF s t imulus  fo r  VOR/ ILS/GS/MB rece ivers .  

5.  ANT  Connector  
BNC Type Connec to r  used for  ove r - t he-a i r  s t imulus  fo r  VOR/ ILS/GS/MB rece ive rs  and for  COMM 
tes t ing .  

6.  REMOTE Connector  
DB15 o r  DB25 Type Connec tor  used fo r  remote ope ra t ion  and sof tware upgrades .   Conta ins   
RS-232,  USB Hos t  and USB Per iphera l  connec t ions .  

7.  Display (LCD)  
38 cha rac te rs  by  16 l ines  for  main  sc reen d isp lay  wi t h  Sof t  Key  boxes  a t  the  bo t tom of  the  
sc reen.  

8.  Mul t i -Funct ion Sof t  Keys  
Five Sof t  Keys  are  p rov ided.   The legends  are  d isp layed in  boxes  a t  the  bot tom of  the  Disp lay .  

9.  MODE Selec t  Key  
This  Key  ente rs  the MODE F ie ld  and se lec ts  the opera t iona l  mode ( i . e . ,  VOR,  Loca l i zer ,  e tc . ) .  

10.  RF LVL Fie ld  Selec t  Key  
This  Key  moves  the ed i t  cu rsor  to  the RF LVL (RF Lev e l )  F i e ld .  
The INCREMENT/SELECT Data  Key  o r  the  DECREMENT/SELECT Data  Key  may  be used to  s lew 
the RF Leve l .  
The SELECT DATA UNITS MSB Key  or  the  SELECT DATA UNITS LSB Key  may  be used to  se lec t  
the  RF LVL un i t s  to  be s lewed ( i .e . ,  0 .1  dB,  1  dB,  e tc . ) .  

11.  FREQ Fie ld  Selec t  Key  
This  Key  moves  the ed i t  cu rsor  to  the FREQ (Frequency )  F ie ld .  
The INCREMENT/SELECT Data  Key  o r  the  DECREMENT/SELECT Data  Key  may  be used to  s lew 
the dat a .  
The SELECT DATA UNITS MSB Key  or  the  SELECT DATA UNITS LSB Key  may  be used to  se lec t  
the  FREQ un i t s  to  be s lewed ( i . e . ,  25  kHz ,  100 kHz ,  e tc . ) .  
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CONTROLS, CONNECTORS AND INDICATORS (cont)  

ITEM DESCRIPTION 

12.  TONE Fie ld  Select  Key  
This  Key  moves  the ed i t  cu rsor  to  the MOD TONE F ie l d .  
The INCREMENT/SELECT Data  Key  o r  the  DECREMENT/SELECT Data  Key  may  be used to  s lew 
the dat a .  

13.  M MOD Fie ld  Selec t  Key  
This  Key  moves  the ed i t  cu rsor  to  the M MOD (Mas ter  Modula t ion )  F ie ld  and tu rns  the modula t ion  
OFF (0%) or  ON (CAL) .  
The INCREMENT/SELECT Data  Key  o r  the  DECREMENT/SELECT Data  Key  may  be used to  s lew 
the modula t i on  depth .  

14.  SETUP Key 
This  Key  d isp lays  the SETUP Menu.  

15.  G/S  DDM UP Key  
This  Key  s lews  the d isp lay ed Gl i des lope DDM Up.  
Inc rements  are  e i the r  F I XED or  VAR (Var iab le)  depending on the DDM DEV STEP F ie ld  se t t ing .  

16.  LOC DDM LEFT  Key 
This  Key  s lews  the d isp lay ed Loca l i ze r  DDM to  the Lef t .  
Inc rements  are  e i the r  F I XED or  VAR (Var iab le)  depending on the DDM DEV STEP F ie ld  se t t ing .  

17.  G/S  DDM DOWN Key  
This  Key  s lews  the d isp lay ed Gl i des lope DDM Down.  
Inc rements  are  e i the r  F I XED or  VAR (Var iab le)  depending on the DDM DEV STEP F ie ld  se t t ing .  

18.  LOC DDM RIGHT Key  
This  Key  s lews  the d isp lay ed Loca l i ze r  DDM to  the Right .  
Inc rements  are  e i the r  F I XED or  VAR (Var iab le)  depending on the DDM DEV STEP F ie ld  se t t ing .  

19.  BACKLIGHT Key  
This  Key  d isp lays /ex i t s  the  Back l igh t  Ad jus t  F ie l d .  
The INCREMENT/SELECT Data  Key  o r  the  DECREMENT/SELECT Data  Key  may  be used to  
ad jus t  the  Back l igh t  In tens i t y .  
The IFR 4000 powers  up w i th  the Back l igh t  se t  to  the  set t ing  o f  the  prev ious  sess ion.  

20.  POWER Key  
This  Key  powers  the IFR 4000 up and down.  

21.  POWER Indica tor  
This  Ind ica to r  i s  i l l uminated when the IFR 4000 is  powered.  

22.  CHARGE Indica tor  
This  Ind ica to r  i s  i l l uminated when ex te rna l  DC power  i s  app l i ed  fo r  Bench Opera t ion  o r  Bat tery  
charg ing.  
Th is  Ind ica to r  i s  ye l low when the bat te ry  i s  charg ing,  f lash ing ye l low when the bat tery  needs  
rep lac ing and Green when the bat te ry  i s  fu l l y  charged .  



 Page 11  
 Nov  2019  

 

CONTROLS, CONNECTORS AND INDICATORS (cont)  

ITEM DESCRIPTION 

23.  CONTRAST Key  
This  Key  d isp lays /ex i t s  the  Cont ras t  Ad jus t  F ie l d .  
The INCREMENT/SELECT Data  Key  o r  the DECREME NT/SELECT Data  Key  may  be used to  
ad jus t  the  Cont ras t .  

24.  DECREMENT/SELECT Data Key  
This  Key  dec rements  dat a  in  s lewable  f ie lds ,  such as  FREQ.   Th is  Key  a lso  se lec ts  data  in  f ie lds  
that  have f i xed func t ions ,  such as  MOD TONE and MODE.  

25.  SELECT DATA UNIT  MSB Key  
This  Key  moves  the s lew c urso r  toward the MSB (Mos t  S ign i f i cant  B i t )  o f  the  data  f ie ld .  
Example:  When a  var i ab le  f requency  i s  se lec ted,  the  s lew cu rs or  can be moved f rom the  

1  kHz  un i t  to  the 10 kHz  un i t .  
26.  SELECT DATA UNIT  LSB Key  

This  Key  moves  the s lew c urso r  toward the LSB (Leas t  S ign i f i cant  B i t )  o f  the  da ta  f ie ld .  
Example:  When a  var i ab le  f requency  i s  se lec ted,  the  s lew cu rs or  can be moved f rom the  

10 kHz  un i t  to  the 1  kHz  un i t .  
27.  INCREMENT/SELECT Data  Key  

This  Key  inc rements  data  i n  s lewable  f i e lds ,  such as  FREQ.   Th is  Key  a lso  se lec ts  data  in  f ie lds  
that  have f i xed func t ions ,  such as  MOD TONE and MODE.  
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SCREEN HIERARCHY 

The Setup Menu a l l ows  the  ope ra to r  to  se t  var i ous  pa ramet ers  used i n  tes t ing ,  conf igura t ion  and 
memory  s torage.   The Setup Menu can be ente red f rom any  mode by  p ress ing the SETUP Key .  

 B AT   1 . 2  H r  

P O R T :   F R E Q :  P R E S E T  
 
A P  S W P  R AT E :  2 0  s e c  V O R  B R G :  F I X E D  
 
E X T  AT T N :  0 . 0  d B  P W R  D W N :  1 0  m i n s  
 
I L S  U N I T S :  D D M  R F  L V L  U N I T S :  d B m  
 
K E Y  C L I C K :  O F F  M O R S E  C O D E :  I F R  
 
A U D I O :  O F F  B E A C O N  I D :  N O R M AL  

N E X T  
P A R A M  

G U I D E D  
T E S T  

S T O R E /  
R E C A L L  

S E T U P  

H / W  
T O O L S  

R F  I / O  

 
I N F O  

 
 
When the Setup Menu is  d i sp layed,  p ress  the “ I NFO” Sof t  Key  for  the  un i t  so f tware and f i rmware 
vers ions  and the Opt ions  ava i lab le .  
 

T hi s  scr e e n  i s  a  s am p l e  o f  t h e  s cr ee n  t ha t  a pp e ar s .  

 
                            I N F O  

 
R E T U R N  

B AT   1 . 2  H r  
V E R S I O N  2 . 1 3  
 

  B O O T  S W  V E R  1 . 0 2  
  F P G A  F W  V E R  1 . 2  
  C P L D  F W  V E R  1 . 0  
 
 
 
 
 
 
 O P T I O N S  
   E L T  
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SCREEN HIERARCHY (cont)  

The operat ion  mode sc reen h ie ra rchy  i s  as  fo l lows .   The VOR Mode Screen is  t he  open ing sc reen.   The 
mode sc reens  can be changed by  press ing the MODE Key .  
 

 

VOR

MARKER BEACON

COMM FM

SELCAL

LOCALIZER

ILS

COMM SSB

FREQUENCY
COUNTER

GLIDESLOPE

COMM AM

SWR

121.5/243 BEACON
(Optional)

406 BEACON
(Optional)
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SCREEN HIERARCHY (cont)  

VOR Mode Screen  

 
                           
F R E Q : 1 0 8 . 0 0 0  M H z  R F  L V L :  -  5 0 . 0  d B m  

M  M O D :  C AL  ( 6 0 %)  M O D  T O N E : O F F  

B R G :       0 . 0  d e g  T O / F R O M :  T O  
3 0  H z  M O D :  3 0 %  9 9 6 0  H z  M O D : 3 0 % 

3 0  
M O D  

T O N E  
D E L  

 
B R G  

V O R  

T O N E  D E L : -  

T O /  
F R O M  

9 9 6 0  
M O D  

R F  I / O  B AT   1 . 2  H r  

 
LOCALIZER Mode Screen  

 
                       
F R E Q : 1 0 8 . 1 0 0  M H z  R F  L V L :  -  5 0 . 0  d B m  

M  M O D : C A L  ( 4 0 %)  M O D  T O N E :  O F F  

D E V  S T E P : F I X E D  9 0 /  1 5 0 H z :   0  d e g  
L O C  D D M :  
    0 . 0 0 0  C E N T E R  

T O N E  D E L : -  

D E V  
S T E P  

T O N E  
D E L  

L O C AL I Z E R  

9 0 /  
1 5 0 H z  

R F  I / O  B AT   1 . 2  H r  

 
GLIDESLOPE Mode Screen 

 
                       
F R E Q : 3 3 4 . 7 0 0  M H z  R F  L V L :  -  5 0 . 0  d B m  
L O C  F R E Q : 1 0 8 . 1 0 0  M H z  
M  M O D : C A L  ( 8 0 %)  

D E V  S T E P :  F I X E D  9 0 /  1 5 0 H z : -  
G/S DDM: 
     0 . 0 9 1  D O W N  
T O N E  D E L : -  

D E V  
S T E P  

T O N E  
D E L  

G L I D E  S L O P E  

9 0 /  
1 5 0 H z  

R F  I / O  B AT   1 . 2  H r  

 
MARKER BEACON Mode Screen  

 

ILS Mode Screen  

 
                        
F R E Q :  1 0 8 . 1 0 0  M H z  R F  L V L :  -  5 0 . 0  d B m  
G / S  F R E Q :  3 3 4 . 7 0 0  M H z  

M  M O D : C A L  ( 8 0 %)  M O D  T O N E :  O F F  
A P  S W P :  O F F  

D E V  S T E P :  F I X E D  9 0 / 1 5 0  H z :   0  d e g  
L O C  D D M :  G / S  D D M :  
     0 . 0 0 0  C E N T E R       0 . 0 0 0  C E N T E R  

T O N E  D E L : -  

D E V  
S T E P  

A P  
S W P  

T O N E  
D E L  

 I L S  

9 0 /  
1 5 0 H z  

R F  I / O  B AT   1 . 2  H r  

 
COMM AM Mode Screen  

 
                                 

----------------------------------------------------------------------------------------- 
TX FREQ=- TX PWR=- 

TX MOD =- 

S W I T C H  
G E N / R X  

COMM AM 

P O W E R  
M E T E R  

RF I/O 
 

BAT  1.2 Hr 

 
Z E R O  

H O L D  
M E N U  

[HOLD] 

FREQ: 118.0000 MHz RF LVL: -50.0 dBm 
 
PEAK HOLD: OFF  
M MOD: CAL (30%) MOD TONE: 1020 Hz 
CHNL SP:   25 kHz 
PWR MTR: PEAK RECEIVING 
 

C H N L  
S P   

COMM FM Mode Screen  

 
                                 

----------------------------------------------------------------------------------------- 
TX FREQ=- TX PWR=- 

TX DEV =- 

S W I T C H  
G E N / R X  

COMM FM 

P O W E R  
M E T E R  

RF I/O 
 

BAT  1.2 Hr 

 
Z E R O  

H O L D  
M E N U  

[HOLD] 

FREQ: 156.0000 MHz RF LVL: -50.0 dBm 
 
PEAK HOLD: OFF  
M MOD: CAL (5 kHz) MOD TONE: 1020 Hz 
CHNL SP: 12.5 kHz 
PWR MTR: PEAK RECEIVING 
 

C H N L  
S P   

COMM SSB Mode Screen  

 
                                 
FREQ: 10.0000 MHz RF LVL: - 50.0 dBm 

PEAK HOLD: OFF 
SIDE BAND: UPPER MOD TONE: 1000 Hz 

RECEIVING 
----------------------------------------------------------------------------------------- 
TX FREQ=- TX PWR=- 

AUDIO FREQ =- 

S W I T C H  
G E N / R X  

COMM SSB 

P O W E R  
M E T E R  

RF I/O BAT  1.2 Hr 

 
Z E R O  

H O L D  
M E N U  

PWR MTR: PEAK 
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SCREEN HIERARCHY (cont)  

SWR 

 
                     
S T AR T  F R E Q :  1 5 5  M H z  
S T O P    F R E Q :  1 7 5  M H z  

5  

S W R  

C W  
M O D E  

S T A R T  
F R E Q  

S T O P  
F R E Q  

C AL :  D E F A U L T  

 
C A L  

B AT   1 . 2  H r  

1  
1 6 5 . 0  1 7 5  1 5 5  

 
SELCAL Mode Screen  

 
F R E Q :  1 1 8 . 0 0 0  M H z  R F  L V L :  -  5 0 . 0  d B m  

M  M O D :  C AL  ( 8 0 %)  S E L C AL  T O N E :  A B - C D  

T X  M O D E :  S I N G L E  

S E L  
T O N E  

T X  
M O D E  S T A R T  

S E L C AL  B AT   1 . 2  H r  R F  I / O  

 
FREQUENCY COUNTER Mode Screen  

 

R E S O L U T I O N :  1  H z  

C o n n e c t  s i g n a l  ( u p  t o  1 0  M H z )  
t o  Au x  I n p u t  C o n n e c t o r  

----------------------------------------------------------------------------------------- 

F R E Q =  0 . 0 0 0 0 0 0  M H z  

F R E Q  C O U N T E R  

R E S  

B AT   1 . 2  H r  

 
121. 5 /243 BEACON Mode Screen  

 
                     
F R E Q :  1 2 1 . 5  M H z  
T X  M O D :  6 0 % 

1 2 1 . 5 / 2 4 3  B C N  B AT   1 . 2  H r  R F  I / O  

M O D  S T AR T  S W E E P =  1 4 2 0  H z  
M O D  S T O P  S W E E P   =    4 9 0  H z  

T X  F R E Q =  -  
T X  P W R   =  0 . 1 0  W  

C L E A R   

406 BEACON Mode Screen 

 
FREQ= 406.0284 MHz TX PWR= <.04  W 
MSG= 53C32497380BA60FD0F527 
BEACON ID = A786492E70174C1 
COUNTRY= 316 CANADA 
USER PROTOCOL= ELT - AVIATION 
REGISTRATION MARKING=   C7518 
SPECIFIC ELT NUM= 00 
RADIO-LOCATING= 121.5 MHz 
BEACON ACTIVATION= MANUAL 
EMERGENCY CODE= 0111 
BCH-1=  1F43D4 VALID 

  RF I/O           BAT  1.20 Hr 406 BCN 

 
C L E A R  

D A T A  
D U M P  

 
H O L D  

S T O R E /  
R E C A L L   
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SELF TEST 

The IFR 4000 is  equ ipped wi th  a  Se l f  Tes t  fo r  qu ick  per fo rmanc e eva luat ion .   The Se l f  Tes t  i s  in i t ia ted 
manual l y .  

POWER-UP 
Press  the POWER Key  on t he IFR 4000 to  d isp lay  the S tar tup Screen.  

 
A f ter  severa l  seconds ,  the  VOR Mode Screen is  d isp layed.  
 

 
                           
F R E Q :  1 0 8 . 0 0 0  M H z  R F  L V L :  -  5 0 . 0  d B m  

M  M O D :  C AL  ( 6 0 %)  M O D  T O N E :  O F F  

B R G :       0 . 0  d e g  T O / F R O M :  T O  
3 0  H z  M O D :  3 0 %  9 9 6 0  H z  M O D : 3 0 %  

3 0  
M O D  

V O R  

T O N E  D E L : -  

9 9 6 0  
M O D  

R F  I / O  B AT   1 . 2  H r  

T O N E  
D E L  

 
B R G  

T O /  
F R O M  

 



 Page 17  
 Nov  2019  

 

SELF TEST (cont)  

RUN SELF TEST 
STEP PROCEDURE 

1.  Press  the SETUP Key  to  d i sp lay  the Setup Menu.  
 

 B AT   1 . 2  H r  

P O R T :   F R E Q :  P R E S E T  
 
A P  S W P  R AT E :  2 0  s e c  V O R  B R G :  F I X E D  
 
E X T  AT T N :  0 . 0  d B  P W R  D W N :  1 0  m i n s  
 
I L S  U N I T S :  D D M  R F  L V L  U N I T S :  d B m  
 
K E Y  C L I C K :  O F F  M O R S E  C O D E :  I F R  
 
A U D I O :  O F F  B E A C O N  I D :  N O R M AL  

N E X T  
P A R A M  

G U I D E D  
T E S T  

S T O R E /  
R E C A L L  

S E T U P  

H / W  
T O O L S  

R F  I / O  

 
I N F O  

 
 

2 .  P ress  the H/W TOOLS Sof t  Key  to  d isp lay  the Hardware Too ls  Sc reen.  

NOTE:  MICRO VER is  on ly  d is p lay ed when t he ELT Opt ion Hardware i s  ins ta l led .  
 

 
                           B AT   1 . 2  H r  

 
R S 2 3 2  

 
C A L  

H AR D W A R E  T O O L S  

 
R E T U R N  

 
D I A G S  

S / N  9 9 9 9 9 9 9 9 9   
 
M I C R O  V E R    1 . 2   
M I C R O  O P T    1  
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SELF TEST (cont)  

STEP PROCEDURE 

3.  Press  the DIAGS Sof t  Key  to  d isp lay  the Diagnos t ics  Sc reen.  
 

 
                           B AT   1 . 2  H r  

S E L F  
T E S T  

D I AG N O S T I C S  

 
R E T U R N  

A M B I E N T  T E M P E R AT U R E  =  8 4  F     2 9  C  
 
R F  B L O C K  T E M P E R AT U R E  =  8 2  F     2 8  C  

 
 

4.  Press  the SELFTEST Sof t  Key  to  d isp lay  the Se l f  Tes t  Sc reen.  
 

 
                           

 
R U N  

S E L F  T E S T  

 
R E T U R N  

-  -  -  -  
-  -  -  -  
-  -  -  -  
-  -  -  -  
-  -  -  -  
-  -  -  -  
-  -  -  -  
-  -  -  -  
-  -  -  -  
 

L o c k  D e t  
L v l  D e t  
S W R  
F r e q  C t r  
L o c a l i z e r  
M a r k e r  
P w r  D e t  
A n t  P r o t  

-  -  -  -  
-  -  -  -  
-  -  -  -  
-  -  -  -  
-  -  -  -  
-  -  -  -  
-  -  -  -  
-  -  -  -  

R A M  
F l a s h  
C P L D  
N V R A M  
F P G A  
U S B  
K e y p a d  
B a t t e r y  
M i c r o  

B AT   1 . 2  H r  

D i s c o n n e c t  c a b l e s  f r o m  p o r t s  
b e f o r e  r u n n i n g  s e l f  t e s t  

 
 

 The Se l f  Tes t  cannot  be pe r formed unt i l  t he  IFR 4000 has  f in ished the warm-up cyc le .   I f  the  
user  a t tempts  to  in i t ia t e  the Se l f  Tes t  befo re  the IFR 4000 is  ready ,  the  fo l l owing message is  
d isp layed:  

Instrument  warming up 
P lease wai t  xx secs  

 The message counts  down to  zero  (0 )  then t he Se l f  Tes t  can be in i t ia ted.  
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SELF TEST (cont)  

STEP PROCEDURE 

5.  Press  the RUN Sof t  Key  to  in i t ia te  the Se l f  Tes t .  
 

 
                           S E L F  T E S T  

 
A B O R T  

P A S S  
P A S S  
P A S S  
T E S T  
-  -  -  -  
-  -  -  -  
-  -  -  -  
-  -  -  -  
-  -  -  -  

L o c k  D e t  
L v l  D e t  
S W R  
F r e q  C t r  
L o c a l i z e r  
M a r k e r  
P w r  D e t  
A n t  P r o t  

-  -  -  -  
-  -  -  -  
-  -  -  -  
-  -  -  -  
-  -  -  -  
-  -  -  -  
-  -  -  -  
-  -  -  -  

R A M  
F l a s h  
C P L D  
N V R A M  
F P G A 
U S B  
K e y p a d  
B a t t e r y  
M i c r o  

B AT   1 . 2  H r  

 
S e l f  t e s t  r u n n i n g  

 
 

6 .  Ver i f y  a l l  the  modules /assembl ies  pass  the Se l f  Tes t .  
  I f  the  bat te ry  tes t  fa i l s ,  the  bat tery  needs  to  be cha rged.  
  I f  any  o the r  fa i lu re  occurs ,  re fe r  to  the IFR 4000 Operat ion  Manual  fo r  more in f o rmat ion.  

  



 Page 20  
 Nov  2019  

 

 

 

 

 

 

 

 

 

 

 

THIS PAGE INTENTIONALLY LEFT BLANK.  

  



 Page 21  
 Nov  2019  

 

FOR QUALIFIED SERVICE 
PERSONNEL ONLY 

 
 

BATTERY/VOLTAGE INSTRUCTIONS 
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SAFETY FIRST: TO ALL SERVICE PERSONNEL  

REFER ALL SERVICI NG OF UNIT  TO QUALIFIED TECHNI CAL PERSONNEL.  

WARNING:  USING THIS EQUIPMENT IN A MANNER NOT SPECIFIED BY THE ACCOMPANYING 
DOCUMENTATION MAY IMPAIR THE SAFETY PROTECTION PROVIDED BY THE 
EQUIPMENT.  

CASE,  COVER OR PANEL REMOVAL 

Open ing t he Case Assembly  exposes  the techn ic ian t o  e lec t r i c a l  haza rds  that  can resu l t  in  e lec t r i ca l  
shock  or  equ ipment  damage.  
SAFETY IDENTIFICATION IN TECHNICAL MANUAL 

This  manual  uses  the f o l lowing t erms  to  d raw at tent i on  to  poss ib l e  sa fe ty  haza rds ,  tha t  may  ex is t  when 
operat i ng  o r  serv ic ing th is  equ ipment .  

CAUTION:  THIS TERM IDENTIFIES CONDITIONS OR ACTIVIT IES THAT,  IF  IGNORED,  CAN RESULT 
IN EQUIPMENT OR PROPERTY DAMAGE (E .G. ,   F IRE) .  

WARNING:  THIS TERM IDENTIFIES CONDIT IONS OR ACTIVIT IES THAT, IF  IGNORED,  CAN RESULT 
IN PERSONAL I NJURY OR DEATH.  

SAFETY SYMBOLS IN MANUALS AND ON UNITS 
 

 
CAUTION:   Refe r  to  accompany ing documents .   (Th is  symbol  re fe rs  to  spec i f i c  CAUTIONS 
rep resented on the un i t  and c lar i f i ed  in  t he tex t . )  

 AC OR DC TERMINAL:   Te rmina l  tha t  may  supp ly  or  be supp l ied  wi th  ac  or  dc  v o l tage.  

 DC TERMINAL:  Termina l  t ha t  may  supp ly  o r  be supp l ied  wi t h  dc  vo l tage.  

 AC TERMINAL:   Termina l  t ha t  may  supp ly  o r  be supp l ied  wi t h  ac  or  a l te rnat ing  v o l tage.  

 

EQUIPMENT GROUNDING PRECAUTION 

Improper  ground ing o f  equ ipment  can resu l t  i n  e lec t r i ca l  shock .  

USE OF PROBES  

Check  spec i f i ca t ions  for  the  max imum vo l tage,  cur ren t  and power  ra t ings  o f  any  connec to r  on t he Tes t  
Set  befo re  connec t ing  i t  w i th  a  probe f rom a t ermina l  dev ice .   Be sure  the te rmina l  dev ice  per f orms  
wi th in  t hese spec i f i ca t i ons  befo re  us ing i t  fo r  measurement ,  to  prevent  e lec t r i ca l  shock  or  damage t o  
the equ ipment .  

POWER CORDS 

Power  cords  mus t  not  be f rayed,  b roken no r  expos e bare  wi r ing  when operat ing  th is  equ ipment .  

USE RECOMMENDED FUSES ONLY 

Use on ly  fuses  spec i f i ca l l y  recommended for  the  equ ipment  a t  the  spec i f ied  cur rent  and vo l tage 
ra t ings .  
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SAFETY FIRST: TO ALL SERVICE PERSONNEL (cont)  

WARNING:  THE IFR 4000 USES A L ITHIUM ION BATTERY PACK.   THE FOLLOWING WARNINGS 
CONCERNI NG LITHIUM ION BATTERIES MUST BE HEEDED:  
  DO NOT RECHARGE OUTSIDE THE IFR 4000.  
  DO NOT CRUSH,  INCI NERATE OR DISPOSE OF IN NORMAL WASTE. 
  DO NOT SHORT CIRCUIT  OR FORCE DISCHARGE AS THIS MIGHT CAUSE THE 

BATTERY TO VENT,  OVERHEAT OR EXPLODE.  
CAUTION:  INTEGRATED CI RCUITS AND SOLI D STATE DEVICES SUCH AS MOS FETS,  ESPECIALLY 

CMOS TYPES,  ARE SUSCEPTIBLE TO DAMAGE BY ELECTROSTATIC DISCHA RGES 
RECEIVED FROM IMPROPER HANDLING,  THE USE OF UNGROUNDED TOOLS AND 
IMPROPER STORAGE AND PACKAGING.   ANY MAINTENANCE TO THIS UNIT  MUST BE 
PERFORMED WITH THE FOLLOWI NG PRECAUTIONS:  
  BEFORE USE IN A  CIRCUIT,  KEEP ALL LEADS SHORTED TOGETHE R EITHER BY THE 

USE OF VENDOR-SUPPLI ED SHORTI NG SPRINGS OR BY INSERTING LEADS INTO A 
CONDUCTIVE MATERIAL.  

  WHEN REMOVING DEVICES FROM THEIR CONTAINERS,  GROUND THE HAND BEING 
USED WITH A CONDUCTI VE WRISTBAND.  

  T IPS OF SOLDERING IRONS AND/OR ANY TOOLS USED MUST BE GROUNDED.  
  DEVICES MUST NEVER BE INSERTED INTO NOR REMOVED FROM CIRCUITS  WITH 

POWER ON.  
  PC BOARDS,  WHEN TAKEN OUT OF THE SET,  MUST BE LAID ON A GROUNDED 

CONDUCTIVE MAT OR STORED IN A  CONDUCTIVE STORAGE BAG.   REMOVE ANY 
BUILT- IN POWER SOURCE,  SUCH AS A BATTERY,  BEFORE LAYING PC BOARDS ON 
A CONDUCTIVE MAT OR STORING IN A  CONDUCTIVE BAG. 

  PC BOARDS,  IF  BEING SHIPPED TO THE FACTORY FOR REPAIR,  MUST BE 
PACKAGED IN A  CONDUCTIVE BAG AND PLACED IN  A  WELL-CUSHIONED SHI PPING 
CONTAINER.  
 

 
 

CAUTION:  S IGNAL GENERATORS CAN BE A SOURCE OF ELECTROMAGNETIC INTERFERENCE 
(EMI )  TO COMMUNICATION RECEIVERS.   SOME TRANSMITTED SIGNALS CA N CAUSE 
DISRUPTION AND INTERFERENCE TO COMMUNI CATION SERVICES OUT TO A 
DISTANCE OF SEVERAL MILES.   USERS OF THIS EQUIPMENT SHOULD SCRUTINIZE 
ANY OPERATION THAT RESULTS IN RADIATION OF  A S IGNAL (DIRE CTLY OR 
INDIRECTLY)  AND ENSURE COMPLIANCE WITH I NSTRUCTIONS IN FAA CIRCULAR  
AC 170-6C,  DATED FEBRUARY 19,  1981.  

CAUTION

THIS EQUIPMENT CONTAINS PARTS
SENSITIVE TO DAMAGE

BY ELECTROSTATIC DISCHARGE (ESD)
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FOR QUALIFIED SERVICE PERSONNEL ONLY 
FUSE REPLACEMENT 
STEP PROCEDURE 

1.  Ver i f y  the  IFR 4000 is  OFF  and not  connec ted to  AC power .  
2 .  Fu l l y  loosen two capt ive  sc rews  i n  the two lower  bumpers  and remove the bumpers .  
3 .  Fu l l y  loosen f i ve  capt ive  s c rews  and l i f t  the  Bat te ry  Cover  f rom the Case Assembly .  
4 .  Rep lace fuse:  

5 A, 32 Vdc, Type F 
(Mini B lade Fuse) 

(Viav i PN:  56080 [5106-0000-057]) 
 

CAUTION:  FOR CONTINUOUS PROTECTION AGAINST FIRE,  REPLACE ONLY WITH FUSES 
OF THE SPECIFIED VOLTAGE AND CURRENT RATI NGS.  

 
5 .  Ins ta l l  the  Bat te ry  Cover  on the Case Assembly  and t igh ten the f i ve  capt ive  sc rews  (8  in / l bs . ) .  
6 .  Ins ta l l  the  two lower  bumpers  and t igh t en the two capt ive  sc rews  in  each bumper  (8  in / l bs . ) .  
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FOR QUALIFIED SERVICE PERSONNEL ONLY 
BATTERY REPLACEMENT 
STEP PROCEDURE 

1.  Ver i f y  the  IFR 4000 is  OFF  and not  connec ted to  AC power .  
2 .  Fu l l y  loosen two capt ive  sc rews  i n  the two lower  bumpers  and remove the bumpers .  
3 .  Fu l l y  loosen f i ve  capt ive  s c rews  and l i f t  the  Bat te ry  Cover  f rom the Case Assembly .  
4 .  D isconnec t  the  wi re  harnes s  connec t ing  the bat tery  to  the Tes t  Set  and remove the bat tery .  
5 .  Ins ta l l  new bat te ry  and reconnec t  the  wi re  harness .  
6 .  Ins ta l l  the  Bat te ry  Cover  on the Case Assembly  and t igh ten the f i ve  capt ive  sc rews  (8  in / l bs . ) .  
7 .  Ins ta l l  the  two lower  bumpers  and t igh t en the two capt ive  sc rews  in  each bumper  (8  in / l bs . ) .  

WARNING:  DISPOSE OF OLD BATTERY ACCORDING TO LOCAL STANDARD SAFETY 
PROCEDURES.  

 CAUTION:  REPLACE ONLY WITH THE BATTERY SPECIFIED BY VIAVI .   DO NOT ATTEMPT TO 
INSTALL A  NON-RECHARGEABLE BATTERY. 
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